How to solve the DIVA naming bug...

Problem description

All of a sudden DIVA does not allow you to change the names of tubes or experiments...
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This problem can be easily solved by following procedure

1) Open "User Preferences”
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2) Navigate to “FCS”

3) Tick the “Export FCS after recording” button
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FCS Maming Format
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Select which items to indude when naming exported FCS files.
{output example based on selection choices)
Spedmen_Tube_001
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4) Click the “Browse” button

5) “Export FCS” window will open which can be canceled (Abbrechen) immediately

6) Finally cancel the “User Preferences”

WG -

B o 85 SENS SO AES S

m o=
80 o o

Il—w

(&) User Preferences

General I Gates I Wurhheetl Plutl FCs |Templates I Statistics I Eiexponentia\‘

Export FCS
Add experiment folder to export path
Export FCS after recording
Folder location: |D:\BDExport\FCS
Date folder

FCS Naming Format
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Select which items to indude when naming exported FCS files.
{output example based on selection choices)
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7) Check if DIVA allows you now to change the names of tubes/experiments...
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