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Analysis Module 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  

After completing this module, you will be able to: 

 Understand Basic Analysis 
 How to use Autofluorescence Finder and 

find Autofluorescent populations 
 Understand what the Spectral Adjuster is 

and how to use it. 
 Know how to export data 
 How to use FCS Express with Spectral 
 How to adjust Flowjo preferences for the 

SA3800 and SP6800 
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Basic Analysis 
 

Anatomy of Analysis software 
  To perform Analysis, select the left side tab [Analysis].  The Analysis worksheet is comprised of 
two areas, the main worksheet and the ribbons set on the top portion of the software.  Below is a diagram map 
of the main worksheet area. 
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Analysis ribbons comprise of Analysis, Worksheet, Plot, Gate, and Unmixing ribbons. 

Analysis Ribbon 

 

 [Open in Acquisition]: Opens the experiment selected in the [Experiment List] panel in the 
[Acquisition] tab to edit the experiment and conduct measurement. 

 [Send to Public]: Shares the displayed experiment as a public experiment.  Click this button to make a 
clone of the displayed experiment in the “Public” (shared) folder. 

      Opens a dialog for editing information about the experiment selected in the [Experiment List]. 
 [Delete]: Deletes the plate selected in the [Experiment] panel. 
 [Layout Editor]: Edits the plate layout selected in the [Experiment] panel.  Clicking this button displays 

the [Layout Editor] tab of the Plate Properties dialog. 
 [Export Layout to CSV File]: Exports the metadata for the plate selected in the [Experiment List] panel 

as a CSV-format file. 
 [Import Layout from CSV File]: Imports the metadata for the plate selected in the [Experiment List] 

panel. 
       Opens a dialog for editing information about a plate. 
 [Delete]: Deletes the sample group selected in the [Experiment] panel. 
 [Sample] group.  These buttons are used for operations for wells. 
 [Display Events] group.  Sets the number of events that are displayed on plots [Analysis]. 

 

Worksheet Ribbon 

 

 [Density]: Adds a new density plot. 
 [Dot]: Adds a new dot plot. 
 [Histogram]: Adds a new histogram plot. 
 [Spectrum]: Adds a new spectrum plot. 
 [Show Grid]: Displays the grid on the worksheet. 
 [Snap to Grid]: Aligns the plots and [Gates and Statistics] table on the worksheet with the grid when 

they are moved or added. 
 [Auto Arrange]: Automatically aligns the plots and [Gates and Statistics] table on the worksheet to the 

grid. 
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 [Change Palette]: Changes the display style of the selected plot. 
 Zoom%: Changes the display size of plots. 
 [Show Table]: Shows/hides the statistics table. 
 [Edit]: Edits the statistics table. 

o [Export to CSV File]: Exports the contents of the statistics table as a CSV-format file. 
o [Export Sample Statistics]: Exports statistics information for each sample. 

 [Export Group Statistics]: Exports statistics information for each sample group. 
 [Gate Manager]: Manages and configures the gates added to the selected sample tube. 
 [Show Overlay Worksheet]: Displays the overlay worksheet 
 [Print] group.  This button is used to print the worksheet 

 

Plot ribbon 

 

 [Plot Type]: Changes the type of the selected plot. 
 [Duplicate Plot]: Duplicates the selected plot within the worksheet. 
 [Remove Plot]: Deletes the selected plot. 
 [X Axis] / [Y Axis]: Selects the type for the X and Y axes. 
 [Swap]: Swaps the X axis and Y axis parameters. 
 [Auto Adjustment (XY)]: Automatically adjusts the scale of the X axis and Y axis. 
 [Auto Adjustment (X Axis)]: Automatically adjusts the scale of the X axis. 
 [Auto Adjustment (Y Axis)]: Automatically adjusts the scale of the Y axis. 
 [Zoom]: Changes the magnification of plots. 
 [Default Adjust]: Restores the scales to the default view. 
 [Rectangle]: Adds a rectangle gate. 
 [Ellipse]: Adds an ellipse gate. 
 [Polygon]: Adds a polygon gate. 
 [Quadrant]: Adds a quadrant gate. Quadrant gates are added with the intersection point of the 

quadrants at the position of the mouse click. 
 [Linear]: Adds a linear gate to a histogram plot. Linear gates are added by dragging the mouse 

horizontally on the histogram plot. The height of the reference line is for display only, and has no effect 
on the value of the linear gate. 

 [Copy Picture]: Copies the selected plot or [Gates and Statistics] table to the clipboard for pasting in 
other software 
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Gate ribbon 

 

[Remove Gate]: Deletes the selected gate. 
[Gate Manager]: Manages and configures the selected gate. 
[Font Size]: Selects the font size of text labels. 
[Statistic]: Selects the statistic that is displayed beside gates on plots. 
Color palette: Changes the color of the selected gate. 
[Edit Color]: Changes a color in the palette to a custom color. 
[New Child Plot] group.  These buttons are used to add a new child plot. 
 
 


